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Peritoneal dialysis: Disconnection of the cycler 
 

• Anticipate 

• Prepare 

• Proceed 

• Check the closure of the catheter extension 

• Prepare the MiniCap 

• Disinfect your hands 

• Disinfect the junction of the extension with the patient line (taking into account the type of set: pediatric or adult) 

• Protect the extension 

• Disconnect the patient line 

• Close the cycler 

• Recover 


